The data can be found in Pubmed, EMbase, Cochrane Library, Web of Science, Wanfang Data and China National Knowledge Infrastructure.

Introduction {#sec006}
============

Periprosthetic joint infection (PJI) is one of the severe complications of total knee arthroplasty (TKA), accounting for 25%-38% of postoperative complications in TKA \[[@pone.0223402.ref001]--[@pone.0223402.ref004]\]. Although through a series of measures \[[@pone.0223402.ref005]--[@pone.0223402.ref008]\] (including the use of perioperative antibiotics, intraoperative antibiotic cement, intraoperative antibiotic calcium sulfate, improvement of surgical environment, and elimination of local bacterial colonization), the infection rate has been controlled at about 1%-3% \[[@pone.0223402.ref009], [@pone.0223402.ref010]\]. However, with the rapid growth of the population undergoing TKA in recent years, the number of people with PJI has also increased annually \[[@pone.0223402.ref011], [@pone.0223402.ref012]\]. Two-stage revision, involving an antibiotic-impregnated polymethylmethacrylate spacer, is thought to be the gold standard for treating PJI, but the current cure rate for two-stage revision is only 72%-95% according to several studies \[[@pone.0223402.ref007], [@pone.0223402.ref011], [@pone.0223402.ref013]\].

To better understand and recognize the diagnosis of PJI and develop novel treatment strategies, it is important to investigate its clinical characteristics and infection mechanism of pathogenic bacteria. Nowadays, many studies focus on in vivo and in vitro experiments. However, conclusions based on in vitro experiments do not guarantee the authenticity of the infection mechanism and the clinical effectiveness of various interventions. On the other hand, experiments in animals are also not able to completely simulate the clinical pathogenesis of PJI and transform our understanding of PJI due to synthetic factors, among which the prosthesis design of animal models acts as an important medium. Its clinical pathogenesis has been widely discussed in the past \[[@pone.0223402.ref014]--[@pone.0223402.ref022]\], which can help us better understand the colonization of bacteria, formation of biofilm, and adhesion process and resistance to the host immune response \[[@pone.0223402.ref023], [@pone.0223402.ref024]\]. The implant design was the first step of performing PJI models, if it is far different from clinical implant, then the next steps will be affected and the results may be lack of persuasion. Nevertheless, the current design of PJI models is still dissatisfying. They are not clinically representative and can barely reproduce the periprosthetic environment because of the lack of weight bearing, poor matching, only partial replacement, weak stability, inconsistent relevantly clinical material, rough surface, and non-anatomical appearance \[[@pone.0223402.ref014], [@pone.0223402.ref016], [@pone.0223402.ref025]--[@pone.0223402.ref030]\]. According to the International Consensus on Orthopedic Infections in 2019, the ideal prosthesis design of a PJI model has yet to be established \[[@pone.0223402.ref031]\].

In this review, we retrospectively collected information about previously established prostheses used in PJI animal models of knee replacement, and herein, we discuss their advantages and disadvantages in order to summarize the most clinically relevant and reproducible evaluation criteria of prostheses, and to promote the development of a novel animal prosthesis. Thus, our review may better a provide theoretical basis for clinical diagnosis, treatment, and prevention of PJI.

Methods {#sec007}
=======

Data sources and search strategy {#sec008}
--------------------------------

This systematic review was reported on the basis of Systematic Reviews and Meta-Analyzes (PRISMA) statements for prosthesis design of animal models of PJI following TKA \[[@pone.0223402.ref032]\].

One investigator (PD) design the search strategy and two investigators (WJF and JLC) completed the literature search independently. After cross-checking, the disagreements over the included articles were submitted to the third person (HRC) for arbitration. Studies associated with PJI models were identified using Pubmed, EMbase, Cochrane Library, Web of Science, Wanfang Data and China National Knowledge Infrastructure from database establishment to April 1^st^ 2019 using the following keywords: (1) "periprosthetic joint infections and total knee arthroplasty," (2) "periprosthetic joint Infections and model," (3) "periprosthetic joint infections and biofilm," and (4)"total knee arthroplasty and model." In addition to electronic retrieval, all the relative references in the included studies were searched manually to avoid omitting undiscovered studies in the retrieval database.

Study selection and eligibility criteria {#sec009}
----------------------------------------

Two investigators (WJF and JLC) read the titles and abstracts of all downloaded literature, then preliminarily excluded the research that obviously did not meet the eligibility criteria, and finally carefully scanned the full text to screen out the studies that met the standards for data extraction. The eligibility criteria in this study were: (1) animal trials, (2) studies describing content of prosthesis design of PJI following TKA in detail, (3) the prosthesis that was clinically representative or used frequently by different researchers in the past or recently. The exclusion criteria were as follows: (1) Literature reviews, conference abstracts, letters to the editor, (2) studies describing prosthesis too briefly, (3) Repetitive prosthesis design, (4) Non-animal trial.

Data extraction and items {#sec010}
-------------------------

After scanning the database, we analyzed their advantages and disadvantages on the prosthesis design of animal models of PJI, including author, publication years, experimental subject, prosthesis and their characteristics(location, material, whether it was located in the weight-bearing area or not, separate the articular and medullary cavity or not), operative procedure(whether cement was used or not, PCL was preserved or not), inoculation bacteria and their details(species, inoculation location, dose and concentration). These are the international issues at present, which will be answered with'yes', 'no', 'not mention' or matching descriptions in **Tables [1](#pone.0223402.t001){ref-type="table"} and [2](#pone.0223402.t002){ref-type="table"}**.

10.1371/journal.pone.0223402.t001

###### Animal models of prosthetic joint infection.

![](pone.0223402.t001){#pone.0223402.t001g}

  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Author, Year                     Animal   Prosthesis                                                                        Preserving PCL or not   Bacteria                                                                                
  -------------------------------- -------- --------------------------------------------------------------------------------- ----------------------- ---------- ------------- ----- ---------------------------------- --------------------- -------------------------
  Bernthal\                        Mouse    Femoral medullary cavity, stainless steel K-wire                                  No                      No         No            Yes   *S*.*aureus*                       Knee\                 2ul,\
  2010\[[@pone.0223402.ref014]\]                                                                                                                                                                                        cavity                5 ×10^2^ to 10^4^

  Carli\                           Mouse    Tibial component, tantalum                                                        Yes                     Yes        No            Yes   *S*.*aureus*                       Knee\                 2ul, 3×10^5^
  2017\[[@pone.0223402.ref015]\]                                                                                                                                                                                        cavity                

  Craig\                           Rabbit   Lateral femoral condyle, stainless steel hollow nail + UHMWPE insert              No                      No         Yes           Yes   *MRSA*                             Knee\                 0.1ml, 1×10^2^ to 10^3^
  2005\[[@pone.0223402.ref016]\]                                                                                                                                                                                        cavity                

  Saleh-Mghir\                     Rabbit   Tibial component, silicone                                                        Yes                     Yes        NM            NM    *MRSA*                             Knee\                 0.5ml, 5×10^7^
  2011\[[@pone.0223402.ref030]\]                                                                                                                                                                                        cavity                

  Poultsides\                      Rabbit   ①Tibial medullary cavity, Cylinder, Tantalum ②Proximal tibia, circular silicone   Yes                     Yes        NM            NM    *MRSA*                             Femoral artery        1ml, 3--5×10^8^
  2010\[[@pone.0223402.ref034]\]                                                                                                                                                                                                              

  Kalteis\                         Rat      Femoral medullary cavity, hollow nail(NM materials)                               No                      No         No            NM    *S*.*aureus*                       Femoral\              100μL,\
  2006\[[@pone.0223402.ref037]\]                                                                                                                                                                                        medullary cavity      1×10^8^

  Petty\                           Dog      Femoral\                                                                          No                      YES        ①②③NO, ④Yes   NM    *S*.*aureus*, *S*.*epidermidis*\   Femoral\              1×10^2^ to 10^8^
  1985\[[@pone.0223402.ref038]\]            medullary cavity, Cylinder,①stainless steel,\                                                                                            *E*. *coli*                        medullary cavity      
                                            ②cobalt-chromium alloy\                                                                                                                                                                           
                                            ③polymer polyethylene\                                                                                                                                                                            
                                            ④cement                                                                                                                                                                                           

  Schurman\                        Rabbit   Suprapatellar bursa, stainless steel particles                                    No                      No         \-            \-    *S*.*aureus*                       Suprapatellar bursa   \-
  1975\[[@pone.0223402.ref039]\]                                                                                                                                                                                                              
  ---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

**NOTE:** *MRSA* = *methicillin-resistant staphylococcus aureus*, *S*.*aureus* = *Staphylococcus aureus*, UHMWPE = Ultra-High Molecular Weight Polyethylene

*S*.*Epidermidis* = *Staphylococcus epidermidis*, *E*. *Coli* = *Escherichia coli*, K-wire = Kirschner wire, PCL = Posterior Cruciate Ligament, NM = not mention

10.1371/journal.pone.0223402.t002

###### Non-infective animal models.

![](pone.0223402.t002){#pone.0223402.t002g}

  -----------------------------------------------------------------------------------------------------------------------------------------------------
  Author, Year                     Animal   Prosthesis                                                        Preserving PCL or not               
  -------------------------------- -------- ----------------------------------------------------------------- ----------------------- ----- ----- -----
  Turner\                          Dog      Femoral component, cobalt-chromium alloy\                         Yes                     Yes   Yes   Yes
  1989\[[@pone.0223402.ref019]\]            Tibial component, tantalum alloy+50% dense fibrous metal plate\                                       
                                            Insert, HMWPE                                                                                         

  Yan Zhi Qiang\                   Rabbit   Femoral component, Co-Cr-Mo alloy\                                Yes                     Yes   Yes   Yes
  2014\[[@pone.0223402.ref022]\]            ②Tibial component, UHMWPE                                                                             

  Xu Yang\                         Mouse    Tibial component, Tantalum alloy                                  Yes                     Yes   No    Yes
  2015\[[@pone.0223402.ref035]\]                                                                                                                  

  Zampelis\                        Rabbit   Tibial component, NM materials                                    Yes                     Yes   No    NM
  2013\[[@pone.0223402.ref036]\]                                                                                                                  
  -----------------------------------------------------------------------------------------------------------------------------------------------------

**NOTE:** UHMWPE = Ultra-High Molecular Weight Polyethylene, HMWPE = High Molecular Weight Polyethylene, PCL = Posterior Cruciate Ligament, NM = not mention

Risk of bias within studies {#sec011}
---------------------------

The STAIR \[[@pone.0223402.ref033]\] (the initial Stroke Therapy Academic Industry Roundtable) risk of bias tool was used to independently assess the methodological and reporting quality of included studies by two investigators (WJF and JLC), and the divergences were submitted to the third person(HRC) for arbitration after checking each other. The included studies were assessed across the following factors: sample size calculation, inclusion and exclusion criteria, randomization, allocation concealment, reporting of animals excluded from analysis, blinded assessment of outcome, reporting potential conflicts of interest and study funding. Finally, the quality score was calculated according to above information. The total scores were 7 points, and a study of more than or equal to 3 points were defined as high quality research.

Results {#sec012}
=======

Search results {#sec013}
--------------

A total of 4299 records were searched through English and Chinese database. After removing duplicates and screening topics and abstracts, 481 records remained. Then the full text and their references were carefully read and analyzed. According to the eligibility and exclusion criteria, 12 articles were finally selected, 8 of which representative studies described prosthesis designs used in PJI animal models and 4 described prosthesis designs in non-infected animal models. The PRISMA flow diagram was presented in detail in **[Fig 1](#pone.0223402.g001){ref-type="fig"}**.

![Study screening flow.](pone.0223402.g001){#pone.0223402.g001}

Assessment of methodological and reporting quality {#sec014}
--------------------------------------------------

Based on the STAIR tool, all the details of quality of 12 studies were presented in **[Table 3](#pone.0223402.t003){ref-type="table"}**. 6 articles were assessed as high quality \[[@pone.0223402.ref016], [@pone.0223402.ref022], [@pone.0223402.ref030], [@pone.0223402.ref034]--[@pone.0223402.ref036]\]. All 12 studies referred to potential conflicts of interest and study funding \[[@pone.0223402.ref014]--[@pone.0223402.ref016], [@pone.0223402.ref019], [@pone.0223402.ref022], [@pone.0223402.ref030], [@pone.0223402.ref034]--[@pone.0223402.ref039]\], while no studies reported the sample size calculation. Over a half of the included studies (58%, 7/12) reported animals excluded from analysis \[[@pone.0223402.ref016], [@pone.0223402.ref022], [@pone.0223402.ref030], [@pone.0223402.ref034]--[@pone.0223402.ref036], [@pone.0223402.ref039]\]. In 42% (5/12) of the included studies, randomization of the experiment was reported \[[@pone.0223402.ref016], [@pone.0223402.ref030], [@pone.0223402.ref035]--[@pone.0223402.ref037]\]. Only 8% (1/12) of the included studies described the inclusion and exclusion criteria \[[@pone.0223402.ref022]\], and 17% (2/12) described allocation concealment \[[@pone.0223402.ref016], [@pone.0223402.ref035]\], and 17% (2/12) described blinded assessment of outcome \[[@pone.0223402.ref034], [@pone.0223402.ref035]\].

10.1371/journal.pone.0223402.t003

###### Risk of bias.

![](pone.0223402.t003){#pone.0223402.t003g}

  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Study                            Sample size calculation   Inclusion and exclusion criteria   Randomization   Allocation concealment   Reporting of animals excluded from analysis   Blinded assessment of outcome   Reporting potential conflicts of interest and study funding   Quality score
  -------------------------------- ------------------------- ---------------------------------- --------------- ------------------------ --------------------------------------------- ------------------------------- ------------------------------------------------------------- ---------------
  Bernthal\                        N/A                       N/A                                N/A             N/A                      N/A                                           N/A                             M                                                             1
  2010\[[@pone.0223402.ref014]\]                                                                                                                                                                                                                                                     

  Carli\                           N/A                       N/A                                N/A             N/A                      N/A                                           N/A                             M                                                             1
  2017\[[@pone.0223402.ref015]\]                                                                                                                                                                                                                                                     

  Craig\                           N/A                       N/A                                M               M                        M                                             N/A                             M                                                             4
  2005\[[@pone.0223402.ref016]\]                                                                                                                                                                                                                                                     

  Turner\                          N/A                       N/A                                N/A             N/A                      N/A                                           N/A                             M                                                             1
  1989\[[@pone.0223402.ref019]\]                                                                                                                                                                                                                                                     

  Yan Zhi Qiang\                   N/A                       M                                  N/A             N/A                      M                                             N/A                             M                                                             3
  2014\[[@pone.0223402.ref022]\]                                                                                                                                                                                                                                                     

  Saleh-Mghir\                     N/A                       N/A                                M               N/A                      M                                             N/A                             M                                                             3
  2011\[[@pone.0223402.ref030]\]                                                                                                                                                                                                                                                     

  Poultsides\                      N/A                       N/A                                N/A             N/A                      M                                             M                               M                                                             3
  2008\[[@pone.0223402.ref034]\]                                                                                                                                                                                                                                                     

  Xu Yang\                         N/A                       N/A                                M               M                        M                                             M                               M                                                             5
  2015\[[@pone.0223402.ref035]\]                                                                                                                                                                                                                                                     

  Zampelis\                        N/A                       N/A                                M               N/A                      M                                             N/A                             M                                                             3
  2013\[[@pone.0223402.ref036]\]                                                                                                                                                                                                                                                     

  Kalteis\                         N/A                       N/A                                M               N/A                      N/A                                           N/A                             M                                                             2
  2006\[[@pone.0223402.ref037]\]                                                                                                                                                                                                                                                     

  Petty\                           N/A                       N/A                                N/A             N/A                      N/A                                           N/A                             M                                                             1
  1985\[[@pone.0223402.ref038]\]                                                                                                                                                                                                                                                     

  Schurman\                        N/A                       N/A                                N/A             N/A                      M                                             N/A                             M                                                             2
  1975\[[@pone.0223402.ref039]\]                                                                                                                                                                                                                                                     
  --------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------

**NOTE:** N/A = not available; M = mentioned.

Study characteristics {#sec015}
---------------------

### The progress of prosthesis designs used in PJI animal models {#sec016}

The animal model is a reasonable and efficient approach to transform all kinds of results in in vitro into the clinical setting. At present, there is great controversy regarding the design of prostheses, and various prostheses were used in PJI animal models \[[@pone.0223402.ref014]--[@pone.0223402.ref016], [@pone.0223402.ref030], [@pone.0223402.ref034], [@pone.0223402.ref037]--[@pone.0223402.ref039]\], which may cause confusion among researchers. These studies chose the most classic, representative, and widely used prostheses to analyze their characteristics and explore the developmental direction of new models in the future. Details are shown in **[Table 1](#pone.0223402.t001){ref-type="table"}**.

The PJI animal model was first proposed and designed by Schurman in 1975 \[[@pone.0223402.ref039]\]. In order to evaluate the susceptibility of prostheses to PJI, stainless steel particles and *Staphylococcus aureus* were implanted into a rabbit's suprapatellar bursa. The prosthesis was suspended in saline rather than implanted in the bone so it did not simulate the bone-cement-prosthesis interface during TKA.

In 1985, Petty et al \[[@pone.0223402.ref038]\] recognized that there may be some correlations between the different implant materials and infection of pathogenic bacteria. After injecting different kinds of bacteria, including *S*. *aureus*, *S*. *epidermidis*, and *Escherichia coli*, into the medullary cavity at the distal end of the femur in dogs, different cylinders, composed of stainless steel alloy, cobalt-chromium alloy, high-density polyethylene, polymerized polymethylmethacrylate, or polymethylmethacrylate, respectively, were then introduced. Although larger animals like dogs have musculoskeletal and immunological systems similar to humans and can preferably mimic the environment of the human knee joint, their use will always be accompanied by more ethical challenges, financial costs, and lower throughput \[[@pone.0223402.ref025]\]. Recently, researchers had preferred to choose small animals, such as rabbits, rats, and mice, in PJI models. In 2010, Bernthal et al \[[@pone.0223402.ref014]\] used the same method in that a stainless steel Kirschner wire was retrogradely injected into the distal femur of mice for PJI modeling (**[Fig 2A](#pone.0223402.g002){ref-type="fig"}**). The implant in the medullary cavity was originally designed to imitate PJI after TKA, but in fact, it might confuse osteomyelitis models with PJI models \[[@pone.0223402.ref040], [@pone.0223402.ref041]\]. Because of its simplicity and reproducibility of manipulation, many researchers still used this method for PJI modeling \[[@pone.0223402.ref017], [@pone.0223402.ref018], [@pone.0223402.ref020], [@pone.0223402.ref021], [@pone.0223402.ref042]\]. However, the prosthesis had the following obvious defects. Only stainless steel materials were used, which were different from the current commonly titanium (Ti)-6Al-4V and cobalt-chromium-molybdenum alloy in TKA. In addition, it can not achieve the load-bearing state, and the authors did not use bone cement to fix the prosthesis. Although the minimal infecting dose was low, it cannot reproduce the periprosthetic environment. All these factors affected the formation of biofilm on the surface of the prosthesis \[[@pone.0223402.ref043]\]. Bernthal et al \[[@pone.0223402.ref014]\] also suggested that the cartilage in femur and tibia, which were not removed intraoperatively, may interact with the pathogenic bacteria.

![The design of four prostheses.\
**(The figures were derived from references.). (A)** A stainless steel Kirschner wire retrogradely inserted into the distal femur of a mouse model \[[@pone.0223402.ref014]\].(**B)** A full threaded stainless steel hollow nail and UHMWPE washer implanted in the lateral femoral condyle and anterior to the lateral collateral ligament of a rabbit model \[[@pone.0223402.ref016]\]. (**C)** A 3-dimensionally printed Ti-6Al-4V prosthesis implanted in the tibial plateau of a mouse model \[[@pone.0223402.ref015]\].(**D)** A 3-dimensional printed prosthesis implanted in the tibia of a murine model \[[@pone.0223402.ref035]\].](pone.0223402.g002){#pone.0223402.g002}

In another study reported by Craig et al in 2005 \[[@pone.0223402.ref016]\], after drilling a hole in the lateral femoral condyle anterior to the lateral collateral ligament, 0.1-ml bone cement, a fully threaded stainless steel hollow nail, and ultra-high molecular weight polyethylene (UHMWPE) washer were implanted successively (**[Fig 2B](#pone.0223402.g002){ref-type="fig"}**). The three materials used in this study were closer in similarity to TKA materials used in clinical practice, and they had increased stability; thus, they were also favored by many researchers \[[@pone.0223402.ref044]--[@pone.0223402.ref046]\]. In terms of anatomical location, the materials were located on the outside of the knee joint so that they can bear only compressive stress in the vertical direction, not rotational stress. Furthermore, the materials did not separate the medullary cavity and joint cavity, and no articular cartilage was removed intraoperatively. All these factors limited their further application in the future.

In 2017, Carli et al \[[@pone.0223402.ref015]\] first applied a three-dimensional (3D) printed tibial prosthesis with the Ti-6Al-4V in a PJI mice model (**[Fig 2C](#pone.0223402.g002){ref-type="fig"}**). This method was a great breakthrough in the development of the prosthesis design. Initially, this prosthesis originated from a non-infected model, and was first proposed and applied by Xu Yang et al in 2015 \[[@pone.0223402.ref035]\]. In order to assess the effect of recombinant human parathyroid hormone on cancellous bone integration, they developed an uncemented tibial prosthesis for a mouse model, whose surface was rough (**[Fig 2D](#pone.0223402.g002){ref-type="fig"}**). This prosthesis combined the advantages of several prostheses aforementioned \[[@pone.0223402.ref014], [@pone.0223402.ref016], [@pone.0223402.ref038], [@pone.0223402.ref039]\], including the ability to bear weight, separate the intra-articular and intramedullary cavities, use clinically relevant materials, and require simple manipulation. It was more similar to the tibial component replacement in clinical TKA and more representative than other prostheses of PJI. The former also met four criteria of clinically representative PJI models proposed by Carli et al in 2016 \[[@pone.0223402.ref025]\]. The criteria included the following conditions: (1) Biofilm can be formed on the surface of the prosthesis; (2) Prosthetic materials should be similar to clinical materials, bear weight, and create an intra-articular environment; (3) The animals chosen for models should have musculoskeletal and immunological system compared to human beings; (4) The bacteria, biofilm, and host immune response can be measured quantitatively. Among them, the first and second sections were aimed at the prosthesis design. In fact, in addition to the use of uncemented fixation and unknown stability, only tibial replacement had been performed without femoral replacement, which was also one of the problems that needs improved in the future.

### Designing PJI models based on non-infected animal models {#sec017}

As mentioned above, the design of the PJI animal model has made great progress, but there are still some differences from PJI after TKA in the clinical setting. How to improve the prosthesis is still the focus. With the advent of the age of multidisciplinary communication, some prostheses in non-infection models may be more suitable for infection models, which can accommodate for the shortcoming of PJI models and make the prostheses closer to perfect \[[@pone.0223402.ref015], [@pone.0223402.ref019], [@pone.0223402.ref035], [@pone.0223402.ref036]\]. Details are shown in **[Table 2](#pone.0223402.t002){ref-type="table"}**.

As early as 1989, Turner et al \[[@pone.0223402.ref019]\] designed an unrestricted posterior cruciate-retaining (CR) prosthesis for dogs to observe bone ingrowth of the tibial component in TKA. The posterior cruciate ligament was preserved as much as possible, and patella replacement was not performed during the operation (**[Fig 3A and 3B](#pone.0223402.g003){ref-type="fig"}**). This prosthesis consisted of three parts: the femoral prosthesis, insert, and tibial prosthesis similar to that used in clinical TKA. In terms of appearance and material science, the femoral prosthesis was made of a cobalt-chromium alloy, imitating the contour of the distal femur of dogs, and the insert was comprised of UHMWPE. The tibial component was made of titanium alloy, below which was a 50% dense fibrous metal plate and three cylindrical pegs coated with fiber metal, above which was the UHMWPE. In terms of stability, the femoral part was fixed with bone cement, tibial part was fixed by bone ingrowth, and a screw was inserted into the cancellous bone behind the tibial prosthesis to increase the stability. Regarding the degree of matching, the femoral anterior condyle, posterior condyle, and distal condyle underwent osteotomy with alignment and cutting saws, and the tibial posterior slope angle (TPSA) was maintained at about 25°. Moreover, a femoral trocar groove was designed in the femoral prosthesis to ensure matching with the patellofemoral joint after joint replacement.

![The appearance of two prostheses.\
**(The figures were derived from references.) (A-B**) An unrestricted posterior CR prosthesis implanted in a dog model \[[@pone.0223402.ref019]\].(**C)** An anatomical joint prosthesis implanted in a rabbit model \[[@pone.0223402.ref022]\].](pone.0223402.g003){#pone.0223402.g003}

Six months postoperatively in Turner et al's study \[[@pone.0223402.ref019]\], the x-ray showed no changes in the position of the tibial or femoral prosthesis, and only a small amount of osteophytes was seen in the anterior, medial, and lateral sides of the tibial prosthesis. Unexpectedly, although cartilage wear and even subchondral invasion can be seen in the patellofemoral joint, it was stable. The prosthesis can be used for reference in the design of the PJI animal model, because it showed great advantages in implant stability, load-bearing, clinically relevant materials, which met the requirements for PJI models. However, it did not separate the intra-articular and intramedullary spaces. Furthermore, compared to small animals, dogs, sheep, and other large animals have simpler joint exposure, larger operating space, and relatively easier prosthesis installation, and the manipulation has less of an effect on postoperative function. However, it may be extremely difficult to apply the prosthesis to the knee joint of small animals. Because of the cross-domain application, the details need to be further adjusted in the future.

Not only in the field of infection, but also in other fields, the TKA prostheses of animal models are not uniform \[[@pone.0223402.ref019], [@pone.0223402.ref022], [@pone.0223402.ref036]\]. In order to provide standardized multi-model prostheses, in 2014, Yan et al \[[@pone.0223402.ref022]\] designed an anatomical joint prosthesis for rabbits (**[Fig 3C](#pone.0223402.g003){ref-type="fig"}**). First, computed tomography was used to scan the knee joints of rabbits with different weights and knee prostheses of humans. Then 3D reconstruction was performed to reduce the equal proportion of the prostheses of humans and adjust it according to the actual anatomic markers of the rabbit knee joint, including the internal-external and anteroposterior diameters of the femoral condyles and tibial plateau, diameters of the femoral and tibial medullary cavities, and so on. The tibial component was made of UHMWPE, and the femoral component was made of Co-Cr-Mo alloy. Cement was used for fixation. The results showed that the prosthesis was found to be in a good position, and no obvious loosening was found at 1 month postoperatively. The rate of excellent function postoperatively was 87% (13/15) within 7 days, flexion and extension of the knee joint on the operated side was more tense than that on the normal side, and 13 rabbits returned to normal crawling 7 days postoperatively. The design of the prosthesis in small animals is more challenging than that in large animals. It is not only difficult to expose the bone during operation, but more precise osteotomy and a higher degree of prosthesis matching are required. Although the authors used a fully anatomical prosthesis and did not install an insert, the knee joint on the operated side was still tight so as to affect their gait. The tibial component may be too thick to allow the knee joint activity. Eventually, 2 rabbits developed postoperative dysfunction. Other problems also existed, for example, the femoral component did not separate the intra-articular and intramedullary spaces, and it may demand higher surgical technique.

Discussion {#sec018}
==========

Question 1: Should bone cement be used for fixation? {#sec019}
----------------------------------------------------

The achievement of implant stability plays an important part in the formation of bacterial biofilm and periprosthetic immune response. The instability of the prosthesis will not only affect the bone growth, resulting in loosening of the prosthesis \[[@pone.0223402.ref047]\], but it will also affect the adhesion of bacteria due to the unstable shear force \[[@pone.0223402.ref026]\]. In clinical practice, the application of cementless TKA is limited because it may be associated with higher loosening and revision rates than cemented TKA for lower initial stability \[[@pone.0223402.ref048]\]. Although cementless fixation is reliable according to many studies \[[@pone.0223402.ref049], [@pone.0223402.ref050]\], it may not be determinable by radiography whether the prosthesis has fretting within a short follow-up period. Furthermore, it has been reported that polymethylmethacrylate is also a good material for biofilm attachment \[[@pone.0223402.ref051], [@pone.0223402.ref052]\]. Other studies have shown that biofilm can even form on an antibiotic-loaded bone cement \[[@pone.0223402.ref053], [@pone.0223402.ref054]\], which is closely linked with the progression of PJI.

Question 2: Should one resect or preserve the posterior cruciate ligament? {#sec020}
--------------------------------------------------------------------------

The anatomical structure of dogs, rabbits, rats, and mice are similar to humans, and their knee joints are commonly selected as objects in experimental studies \[[@pone.0223402.ref014]--[@pone.0223402.ref020]\], because they have both anterior and posterior cruciate ligaments, medial and lateral collateral ligaments, and medial and lateral menisci. On the other hand, because of the obvious difference in walking gait, the anatomical characteristics of the lower extremity and limb alignment are different from those of humans. In theory, their hip-knee-ankle angle and TPSA in the sagittal position are much larger than those in humans. Relevant studies showed that the TPSA of dogs is about 23.6°-27.4°\[[@pone.0223402.ref055], [@pone.0223402.ref056]\], knee can reach about 138.5° in the standing position \[[@pone.0223402.ref057]\], and range of motion (ROM) is about 120° \[[@pone.0223402.ref058]\]. Whenever dogs walk or stand, the knee is usually at the position of flexion, and the posterior cruciate ligament is very important for maintaining stability of their knees \[[@pone.0223402.ref059]\].

In clinical practice, according to whether the posterior cruciate ligament is preserved, there are two kinds of prostheses, including posterior CR prostheses and posterior cruciate-stabilized prosthesis (PS) \[[@pone.0223402.ref060], [@pone.0223402.ref061]\]. The CR prosthesis can better simulate the rolling mechanism and biomechanical characteristics of the normal knee, and achieve higher proprioceptive sensation \[[@pone.0223402.ref028]\]. The PS prosthesis takes the place of the function of the posterior cruciate ligament, by creating an upright between the center of the tibial component and a cam between the posterior condyle of the femoral component, which may not fully restore the function of the intact posterior collateral ligament, especially in deep-flexion activities. Additionally, unlike the PS prosthesis for humans, the design of the PS prosthesis for animal models requires higher accuracy; thus, the CR prosthesis is more suitable than the PS prosthesis for animal models of deep knee flexion. Therefore, when designing the appearance of an animal prosthesis, not only the anatomical features of the bone structure but also the functional characteristics should be considered carefully.

Question 3: Should only tibial replacement be performed or should tibial and femoral replacement be performed simultaneously? {#sec021}
-----------------------------------------------------------------------------------------------------------------------------

In a study by Carli et al \[[@pone.0223402.ref015]\], a stable biofilm could be formed after tibial plateau replacement following the injection of bacteria. Several studies have also shown that it is clinically representative \[[@pone.0223402.ref031], [@pone.0223402.ref053]\]. However, it does not satisfy the concept of the total anatomical prosthesis, which may result in a different periprosthetic environment while undergoing tibial replacement only or total condylar replacement, so it is difficult to meet the needs of basic clinical research. Although evidence is lacking, there may also be interactions between the preserved femoral articular cartilage and bacteria\[[@pone.0223402.ref014]\]. In contrast, performing femoral replacement simultaneously in animals will greatly increase the difficulty of surgery, which may lead to an increase of intraoperative bleeding, postoperative dysfunction, and so on \[[@pone.0223402.ref022]\]. Further experimental proof is needed to determine whether there is any difference between the two kinds of methods established in the PJI model.

Question 4: Should a UHMWPE insert be used or not? {#sec022}
--------------------------------------------------

Karbysheva et al \[[@pone.0223402.ref062]\] suggested that the microorganisms\' ability to adhere and form a biofilm on different biomaterials of explanted joint prosthesis components might differs among biomaterials. The implant components in 40 patients diagnosed with PJI were retrieved to perform sonication cultures, which were analyzed qualitatively and quantitatively. The results demonstrated that the bacteria counts were larger in the polyethylene group than in the titanium alloy and the cobalt-chromium alloy groups, which indicated that the polyethylene implant had higher microbial adhesion affinity in vivo. Another factor that needs to be considered carefully is whether a UHMWPE insert will affect joint ROM. For large animals, it has been reported that the UHMWPE insert can be used in the process of TKA \[[@pone.0223402.ref019]\]. This technique is evolved, and there is no obvious limitation in flexion and extension of the knee joint after implanting the UHMWPE insert. However, for small animals, the tibiofemoral joint space may be too narrow to accommodate for such an insert. Even if the insert can be successfully implanted, there is still a high risk of low ROM. Presently, there are no reports on the implantation of a polyethylene insert during TKA in a small animal model.

Strengths and limitations {#sec023}
=========================

This is the first study concerning to the principles of implant design of the PJI models specially. We have not only systematically discussed implant stability, load-bearing, clinically relevant materials, separation of intra-articular and intramedullary spaces, but also the problems of fixation, posterior cruciate ligament, femoral replacement and UHMWPE insert.

Accompanied by evident strengths, several limitations also exist in this study. This study only focused on prosthesis design without other factors, however, a PJI model may be influenced by various complex factors, including the prosthesis design, selection of animal species, pathogenic bacteria, amount of bacteria implanted, immune environment around the prosthesis, method of implanting bacteria, and so on (**[Table 1](#pone.0223402.t001){ref-type="table"}**), which will synthetically affect the density and quality of the biomembrane formed on the surface of the prosthesis. The reason why we chose this topic was that most influencing factors were based on the prosthesis design. Only by imitating the periprosthetic environment in the human body to the greatest extent can we create the most clinically representative model of PJI. Furthermore, the evaluation criterias recommended by us were established according to previous articles, so further experimental verification is required.

Overview {#sec024}
========

PJI following TKA will cause patients to suffer from enormous physical injury and financial burden, and it will present new severe challenges for the medical staff. The establishment of a PJI animal model has become one of the important ways to overcome this difficult problem. There is still no consensus on the criteria for these factors because of the individual modeling methods and concept resulting in bias in the studies' results.Some achievements have been made in the design, but there are still many deficiencies; for example, the achievements can not be applied to clarify the clinical pathogenesis or to test the efficacy of drugs effectively. To reach a more reliable conclusion, the implant design needs to be improved and perfected.

Conclusion {#sec025}
==========

In conclusion, when evaluating the high clinical representativeness of a prosthesis design of animal models of PJI following TKA, we recommend the following evaluation criterias, of which the first six are relatively more important:

1.  The surface of the prosthesis should be smooth so as not to limit knee joint ROM.

2.  The surface of the prosthesis should be found the formation of biofilm.

3.  The implants are composed of Ti-6Al-4V or Co-Cr-Mo alloy, with or without UHMWPE, which are similar to clinical materials.

4.  The implants can bear weight and separate the intra-articular and medullary cavities for reproducing the periprosthetic environment.

5.  Since high stability is needed, such as the use of bone cement, the bone-cement-prosthesis interface can reduce the impact of wear particles on bone resorption.

6.  Tibial replacement and femoral prosthesis replacement can be performed simultaneously as possible.

7.  The posterior cruciate ligament can be preserved as much as possible to increase the stability of the knee. In other words, the femoral and tibial prostheses can accommodate the end point of the posterior cruciate ligament.

8.  If allowed, good patella track and patellofemoral joint matching can be achieved.

9.  Manipulation is simple and reproducible. Therefore, patella surface replacement should not be performed, as there is no evidence to support it.

Supporting information {#sec026}
======================

###### PRISMA 2009 checklist.

(DOC)

###### 

Click here for additional data file.

###### Search strategy.

The search strategies in each database and the inclusion and exclusion of articles.

(DOC)

###### 

Click here for additional data file.
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5\. Review Comments to the Author

Please use the space provided to explain your answers to the questions above. You may also include additional comments for the author, including concerns about dual publication, research ethics, or publication ethics. (Please upload your review as an attachment if it exceeds 20,000 characters)

Reviewer \#1: Current animal models of PJI are limited in their translational nature primarily because of their inability to recreate the periprosthetic environment. A clinically representative PJI model must involve an implant that recreates the periprosthetic space and be amenable to methodologies that identify implant biofilm as well as quantify the peri-implant bacterial load. Thus, there is an undoubted interest in improving PJI models to better understand the pathogenesis of this devastating clinical problem. Unfortunately, the work described in this manuscript only focuses in a single part of the animal models, namely the principles of implant design, and their data does not provide much novel insight.

Criteria for implant selection in order to reproduce the periprosthetic environment in animal models has being already described in the literature, where the most relevant existing models were presented and discussed in similar terms (implant stability, load-bearing, clinically relevant materials, separation of intra-articular and intramedullary spaces, etc.) as the authors did in the present manuscript (see reference: <https://www.ncbi.nlm.nih.gov/pubmed/27707853>).

In the present study, the authors provided examples of non-infected animal models, which might be suitable for infection models. However, only two of those models were mentioned in some more detail in the results section, with no deep discussion about their possible implementation to PJI models:

-Page 15 First paragraph: "The prosthesis showed great advantages in appearance, function, material science, stability, degree of matching, and so on. It can be used for reference in the design of the PJI animal model."

In several occasions, the reference in the present study to bacterial biofilms is ambiguous or can lead to confusion:

-Page 8 Abstract's conclusion and page 19 Conclusions: "...the surface of the prosthesis is smooth with the formation of biofilm..."

What do the authors mean by that sentence? Do they mean that the surface of the prosthesis should be smooth to allow (or avoid) biofilm formation?

-Page 16 Question 1: "...Other studies have shown that material can even form on an antibiotic-loaded bone cement \[54, 55\]..."

With the term "material" do the authors mean "biofilm"?

-Page 17 Question 4: "Karbysheva et al \[54\] supposed that the ability of bacterial adhesion and the formation of bacterial biofilm was different because of the diversity of biological materials."

The sentence is not accurate. Karbysheva et al suggested that the microorganisms\' ability to adhere and form a biofilm on different biomaterials of explanted joint prosthesis components might differs among biomaterials.

Incorrect reference to figures in pages 12-15.

The conclusion section would benefit of a brief reasoning for each mentioned criterion.

The manuscript is overall well written but it is suggested an English editing of the manuscript by a mother tongue speaker to correct spelling mistakes and improve the readability of numerous sentences.

Reviewer \#2: This is a systematic review analyzing the prosthesis design used in animal models dealing with periprosthetic joint infection (PJI) following total knee arthroplasty (TKA). The review is well written and correctly follows the checklist PRISMA for systematic reviews. The aim of the study was to look at the different prosthesis designs in knee implants used in animal models of PJI. The authors have obviously the assumption that the design of the prosthesis used in the animal model is crucial for the imitation of human PJI. If this is indeed the case, the minimal infecting dose and the response to antimicrobial treatment should be closest to the human situation in the animal model using an implant which best imitates the human one. This clinically relevant part of the review is missing, because it can obviously not be extracted from the different studies. Thus, it may well be that other factors such as the pathogenesis of inoculation (exogenous during implantation vs hematogenous), the inoculum, the type of microorganism, the delay until antimicrobial therapy etc. are much more important for the precise simulation of the human situation than the design of the implant. The design of the prosthetic joint may be much more important in non-infectious situations, where factors such as function, aseptic loosening instead of susceptibility to infection are analyzed.

Specific comments

1.Abstract/Objectives. The aim of the study is to present criteria for the evaluation of a clinically representative model of PJI. Up to now, no PJI animal model perfectly simulates the design of a human TKA. Nevertheless, even with very crude imitations (see figure 2), all PJI animal models perfectly simulate the clinical situation in the sense that the minimal infecting dose is very low, the untreated PJI never spontaneously heals, and established biofilms cannot be eliminated by most antibiotics. Thus, the clinical relevance of the study objective can be contested.

2.Abstract/Results. Eight PJI animal models are presented in this review. Unfortunately, the manuscript is narrowly centered on a readership of orthopedic surgeons. Criteria which are important for Infectious Disease specialists are not reported. Among these are specifics regarding the minimal infecting dose, the spontaneous course of the infection (loosening? Sinus tract?), the expansion from PJI to concomitant osteomyelitis etc.

3.Introduction. The statement "...PJI is one of the catastrophic complications..." is clearly exaggerated, since in many cases, debridement, antibiotics and implant retention is a valuable strategy. Thus, PJI is a severe, but not a catastrophic complication.

4.Introduction. The authors state that "...the current design of PJI models is still dissatisfying." In my view, it is correct, that none of the PJI animal model closely simulates the human situation. However, the authors should explain, why this is "dissatisfying". Does this lead to wrong conclusions regarding pathogenetic, diagnostic or therapeutic concepts in human beings with PJI? The authors should cite such "dissatisfying" factors, in order to convince the reader that the PJI animal model should perfectly simulate the human situation.

5.Discussion/Question 1. The statement that cementless TKS is associated with higher loosening rates is not correct. Citation \#48 is completely wrong. Drexler et al. state "...cemented fixation offered equivalent clinical outcomes and at least as good as, if not better, survival than uncemented fixation..."

6.Discussion/Question 1. The Charité group (citation \#54) tested cobalt-chromium, titanium and polyethylene, but not bone cement.

7.Strenghts and limitations. The authors state that the strengths of their paper are "evident". The individual strengths should be enumerated.

8.Strengths and limiations. The authors state "...most influencing factors are based on the prosthesis design, which determines the success or failure of the animal model..." However, they don't show any examples of failed PJI animal models (cfr. \#4 above). Thus, it remains unclear, whether the design is only important for non-infectious arthroplasty models, but also for PJI animal models.

Minor comment

1.Results. The authors cite 4 criteria for prosthetic design. However, they enumerate only the first two. Enumeration (3) and (4) should be added for the other two criteria.

Reviewer \#3: The authors performed a systematic review aiming to summarize the prosthesis design of animal models of PJI following TKA. After a huge literature screening, they found a total of 12 studies (8 concerning models of infection, 4 non-infection models) and they summarized the different materials, animals, location and the presence/absence of cement, on order to find the best suitable prosthesis model for future animal model studies on PJIs.

Overall, the manuscript is well written and easy to read.

I have only minor comments:

\- I would introduce the part concerning the different types of bacteria (gram postive vs gram negatives, inocolum) in the manuscript, not only in the tables.

\- bacterial names should be written in Italic

\- authors should check some spelling errors in english (i.e. tenses in the method section)

Figure2. Legend should be ameliorated. Does the figure refer to the used models in the literature of prosthesis for animal models?

\- Tables: all the studies should be temporarly order
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16 Sep 2019

Dear Daniel Pérez-Prieto and the three reviewers:

Thank you for your letter and for the reviewer\'s comments concerning our manuscript entitled \"Prosthesis Design of Animal Models of Periprosthetic Joint Infection Following Total Knee Arthroplasty: A Systematic Review\". Those comments are all valuable and very helpful for revising and improving our paper. We have studied comments carefully and have made correction which we hope to meet with approval. Revised parts are underlined in red. Each point by the academic editor and reviewers was listed below and was answered sincerely by us:

Response to academic editor (Daniel Pérez-Prieto)

Q:

Please ensure that your manuscript meets PLOS ONE\'s style requirements, including those for file naming.

Please confirm that you have included all items recommended in the PRISMA checklist including details of reasons for study exclusions in the PRISMA flowchart and number of studies excluded for each reason.

We suggest you thoroughly copyedit your manuscript for language usage, spelling, and grammar.

A:

After multiple checking, our manuscript completely meets PLOS ONE\'s style requirements and follows the checklist PRISMA. There truly existed some language problems, so we invited an English teacher correct the whole paper. The certificate of English editing was also attached as supporting information.

Q:

Please ensure that you refer to Figure 3 in your text as, if accepted, production will need this reference to link the reader to the figure.

A:

Thank you for correcting the mistake. I am very sorry for making such a stupid mistake. The right markers were updated.

In addition, \'citation \#22\' is an article published in Core journal of Peking University in China, and the original article has been uploaded as separate file and labeled \' citation \#22\' (The design of anatomic knee prostheses for rabbits with computer aided design).

Q:

We note that you have stated that you will provide repository information for your data at acceptance. Should your manuscript be accepted for publication, we will hold it until you provide the relevant accession numbers or DOIs necessary to access your data. If you wish to make changes to your Data Availability statement, please describe these changes in your cover letter and we will update your Data Availability statement to reflect the information you provide.

A:

Yes, our manuscript can be accepted for publication and all data in the study are fully available without restriction. It is a systematic review, so there are no relevant accession numbers or DOIs for data. I do not know whether I understand this right.

Response to reviewer 1

Q:

The manuscript is overall well written but it is suggested an English editing of the manuscript by a mother tongue speaker to correct spelling mistakes and improve the readability of numerous sentences.

A:

Thank you very much for your admiration and suggestion, your suggestion is very pertinent, our English language do need to be improved. Through re-reading of the full paper carefully, we have found some phrases and grammatical errors, all of the errors have been revised. We also have invited an English teacher proofread the whole paper, I hope it is more clear and accurate now of this revised paper on the English expression.

Q:

The work described in this manuscript only focuses in a single part of the animal models, namely the principles of implant design, and their data does not provide much novel insight.

Criteria for implant selection in order to reproduce the periprosthetic environment in animal models has being already described in the literature, where the most relevant existing models were presented and discussed in similar terms (implant stability, load-bearing, clinically relevant materials, separation of intra-articular and intramedullary spaces, etc.) as the authors did in the present manuscript (see reference: <https://www.ncbi.nlm.nih.gov/pubmed/27707853>).

A:

Thank you for pointing it out. We are so sorry not to illustrate the novelty and importance of this work clearly. We do focus on the principles of implant design of the PJI models for the following reasons. Firstly, according to the International Consensus on Orthopedic Infections in 2019, the ideal prosthesis design of a PJI model has yet to be established. Secondly, the implant design was the first step of performing PJI models, if it is far different from clinical implant, then the next steps will be affected and the results may be lack of persuasion. thirdly, there were still no special articles concerning to prosthesis design. Finally, other studies had briefly discussed implant stability, load-bearing, clinically relevant materials, separation of intra-articular and intramedullary spaces without further details. It was not enough at all. Additionally, we not only aimed at the above factors systematically but also the following problems:(1)Should bone cement be used for fixation?(2) Should one resect or preserve the posterior cruciate ligament?(3)Should only tibial replacement be performed or should tibial and femoral replacement be performed simultaneously?(4)Should a UHMWPE insert be used or not? Moreover, we also improved the PJI models which was based on non-infected animal models. Thus, in order to highlight our contributions to implant design of the PJI models, we have also enhanced the novelty and importance in the part of "introduction" and "strengths and limitations".

Q:

Only two of those models were mentioned in some more detail in the results section, with no deep discussion about their possible implementation to PJI models：

-Page 15 First paragraph: "The prosthesis showed great advantages in appearance, function, material science, stability, degree of matching, and so on. It can be used for reference in the design of the PJI animal model."

A:

We think the two prosthesis models are the most representative in all non-infected models, so only their details were described in the study and characteristics of the other two models are described in the table 3. Moreover, deep discussion about their possible implementation to PJI models has been added as your suggestion.

Q:

In several occasions, the reference in the present study to bacterial biofilms is ambiguous or can lead to confusion:

-Page 8 Abstract's conclusion and page 19 Conclusions: "...the surface of the prosthesis is smooth with the formation of biofilm..."

What do the authors mean by that sentence? Do they mean that the surface of the prosthesis should be smooth to allow (or avoid) biofilm formation?

A:

Thanks a lot for your kind remind. Our original writing does cause ambiguity. We mean that the surface of the prosthesis should be relatively smooth as like as the prosthesis in clinical practice, so it would not influence the range of motion. At the meanwhile, biofilm can form on the surface of the prosthesis. All above conditions should be met. The exact description has been presented.

Q:

-Page 16 Question 1: "...Other studies have shown that material can even form on an antibiotic-loaded bone cement \[54, 55\]..."

With the term "material" do the authors mean "biofilm"?

A:

Yes, it was wrong-written.We mean "biofilm" here. The wrong word has been replaced.

Q:

-Page 17 Question 4: "Karbysheva et al \[54\] supposed that the ability of bacterial adhesion and the formation of bacterial biofilm was different because of the diversity of biological materials."

The sentence is not accurate. Karbysheva et al suggested that the microorganisms\' ability to adhere and form a biofilm on different biomaterials of explanted joint prosthesis components might differs among biomaterials.

A:

We were truly sorry for the wrong expression. The sentence has been modified as your suggestion.

Q:

Incorrect reference to figures in pages 12-15.

A:

We have checked it repeatedly and correct the incorrect reference.

Q:

The conclusion section would benefit of a brief reasoning for each mentioned criterion.

A:

The first four criterias have been ameliorated as your wish.

1\. The surface of the prosthesis should be smooth so as not to limit knee joint ROM.

2\. The surface of the prosthesis should be found the formation of biofilm.

3\. The implants are composed of Ti-6Al-4V or Co-Cr-Mo alloy, with or without UHMWPE, which are similar to clinical materials.

4\. The implants can bear weight and separate the intra-articular and medullary cavities for reproducing the periprosthetic environment.

Response to reviewer 2

Q:

The review is well written and correctly follows the checklist PRISMA for systematic reviews. The authors have obviously the assumption that the design of the prosthesis used in the animal model is crucial for the imitation of human PJI. If this is indeed the case, the minimal infecting dose and the response to antimicrobial treatment should be closest to the human situation in the animal model using an implant which best imitates the human one. It may well be that other factors such as the pathogenesis of inoculation (exogenous during implantation vs hematogenous), the inoculum, the type of microorganism, the delay until antimicrobial therapy etc. are much more important for the precise simulation of the human situation than the design of the implant.

The design of the prosthetic joint may be much more important in non-infectious situations, where factors such as function, aseptic loosening instead of susceptibility to infection are analyzed.

A:

We greatly appreciate both your help and that of the referees concerning improvement to this maniscript.

We also agree that other factors are important. Nevertheless, the design of the implant is also as important as other factors, because the former is the the first step of performing PJI models. Most influencing factors were based on it. If the implant design can best imitate the human ones, other factors will be more persuasive.

In my point of view, the factors, such as function, aseptic loosening, are not only important in non-infectious situations, but also in infectious ones. For examples, The instability of the prosthesis will not only affect the bone growth, resulting in loosening of the prosthesis, but it will also affect the adhesion of bacteria due to the unstable shear force.

The importance and necessity of the prosthesis design may be not obvious enough in the current study, so we have tried our best to highlight our topic.

Q:

Abstract/Objectives. Up to now, no PJI animal model perfectly simulates the design of a human TKA. Nevertheless, even with very crude imitations (see figure 2), all PJI animal models perfectly simulate the clinical situation in the sense that the minimal infecting dose is very low, the untreated PJI never spontaneously heals, and established biofilms cannot be eliminated by most antibiotics. Thus, the clinical relevance of the study objective can be contested.

A:

Thanks for your kind remind. We think the clinical relevance of the study objective was not contested for the following reasons. As described in the International Consensus on Orthopedic Infections in 2019, it is conceivable that a clinically representative animal model of PJI could improve our understanding of the pathogenesis of PJI and consequently lead to novel strategies for PJI, prevention and treatment. Although the minimal infecting dose was low in PJI models in figure 2, they all cannot reproduce the periprosthetic environment. Additionally, the pathogenesis of PJI is also different in different environment, such as the time and feature of biofilm formation.

Q:

Abstract/Results. The manuscript is narrowly centered on a readership of orthopedic surgeons. Criteria which are important for Infectious Disease specialists are not reported. Among these are specifics regarding the minimal infecting dose, the spontaneous course of the infection (loosening? Sinus tract?), the expansion from PJI to concomitant osteomyelitis etc.

A:

We agree that other criteria, such as the minimal infecting dose and the spontaneous course of the infection and so on, are important for PJI. However, we aimed at evaluating the prosthesis design.The reason why we chose this topic was due to the dissatisfying prosthesis design in PJI models yet. Many studies had highlighted its importance in establishing PJI models, which had also been comed up with in the International Consensus on Orthopedic Infections in 2019. It was vital for recreating the periprosthetic environment. Compared with spontaneous course of the infection, the expansion from PJI to concomitant osteomyelitis or any other pathologic process, the formation of biofilm under electron microscope is the most intuitive and precise way to establish PJI models successfully. Therefore, We think the manuscript is not a superficial issue but a profound one.

Q:

Introduction. The statement "...PJI is one of the catastrophic complications..." is clearly exaggerated, since in many cases, debridement, antibiotics and implant retention is a valuable strategy. Thus, PJI is a severe, but not a catastrophic complication.

A:

This expression is not accurate enough and the wrong word has been replaced.

Q:

Introduction. The authors state that "...the current design of PJI models is still dissatisfying." In my view, it is correct, that none of the PJI animal model closely simulates the human situation. However, the authors should explain, why this is "dissatisfying". Does this lead to wrong conclusions regarding pathogenetic, diagnostic or therapeutic concepts in human beings with PJI? The authors should cite such "dissatisfying" factors, in order to convince the reader that the PJI animal model should perfectly simulate the human situation.

A:

In theory, we believed that the "dissatisfying" factors would lead to wrong conclusions as many studies described. The "dissatisfying" factors included the lack of weight bearing, poor matching, only partial replacement, weak stability, inconsistent relevantly clinical material, rough surface, non-anatomical appearance, and so on, which had been written and cited in the present study in page 3. Each factor was discussed in details according to the included studies. In addition, we have also complemented the reason as your suggestion. As far as I am concerned, only by imitating the periprosthetic environment in the human body to the greatest extent can we create the most clinically representative model of PJI.

Q:

Discussion/Question 1. The statement that cementless TKS is associated with higher loosening rates is not correct. Citation \#48 is completely wrong. Drexler et al. state "...cemented fixation offered equivalent clinical outcomes and at least as good as, if not better, survival than uncemented fixation..."

A:

We completely agree with your opinion. Cementless TKA showed similar or even better mid-long-term survivorship than cement TKA, but the former also showed lower initial stability than the latter, which is important for the formation of biofilm. The reference 48 has been deleted and replaced by another reference. (Crook PD, Owen JR, Hess SR, Al-Humadi SM, Wayne JS, Jiranek WAJTJoa. Initial stability of cemented vs cementless tibial components under cyclic load. 2017;32(8):2556-62. doi: 10.1016/j.arth.2017.03.039. PMID: 28433426.)

In addition, this vague sentence has been corrected according to your suggestion.

Q:

Discussion/Question 1. The Charité group (citation \#54) tested cobalt-chromium, titanium and polyethylene, but not bone cement.

A:

I have replaced it with another citation.

Q:

Strenghts and limitations. The authors state that the strengths of their paper are "evident". The individual strengths should be enumerated.

A:

Yes, we have added the strengths of their paper in the part of "Strenghts and limitations". This is the first study concerning to the principles of implant design of the PJI models specially. We have not only systematically discussed implant stability, load-bearing, clinically relevant materials, separation of intra-articular and intramedullary spaces, but also the problems of fixation, posterior cruciate ligament, femoral replacement and UHMWPE insert.

Q:

Strengths and limiations. The authors state "...most influencing factors are based on the prosthesis design, which determines the success or failure of the animal model..." However, they don't show any examples of failed PJI animal models (cfr. \#4 above). Thus, it remains unclear, whether the design is only important for non-infectious arthroplasty models, but also for PJI animal models.

A:

Up to now, A number of literatures had explored the effects of different concentrations and different artificial materials on biofilms. However, there was no control test on comparing the influence of different prosthesis design on the PJI model, and few studies reported the example of failure model, which is worthy of further study. The expression may be not accurate enough. Thus, we have deleted the sentence "which determines the success or failure of the animal model" and changed the expression.

Q:

1.Results. The authors cite 4 criteria for prosthetic design. However, they enumerate only the first two. Enumeration (3) and (4) should be added for the other two criteria.

A:

The other two criteria (3) and (4) have been added in the part of "results". (3) The animals chosen for models should have musculoskeletal and immunological system compared to human beings; (4) The bacteria, biofilm, and host immune response can be measured quantitatively.

Response to reviewer 3

Q:

The authors performed a systematic review aiming to summarize the prosthesis design of animal models of PJI following TKA. After a huge literature screening, they found a total of 12 studies (8 concerning models of infection, 4 non-infection models) and they summarized the different materials, animals, location and the presence/absence of cement, in order to find the best suitable prosthesis model for future animal model studies on PJIs.

Overall, the manuscript is well written and easy to read.

A:

Special thanks to you for your good comments. I sincerely hope that it will become the criteria for evaluating a clinically representative model of PJI.

Q:

\- I would introduce the part concerning the different types of bacteria (gram postive vs gram negatives, inocolum) in the manuscript, not only in the tables.

A:

I really agree that this is a very good and important point for establishing PJI models. However, because this study aimed at evaluating the prosthesis design of animal models of PJI and some other studies had described the different types of bacteria before, I am sorry about that this part was not written. I would be pleased to elaborate them in further research in the future.

Q:

\- bacterial names should be written in Italic

\- authors should check some spelling errors in english (i.e. tenses in the method section)

A:

Font format, spelling and the tenses errors do exist. They have been all revised in the text.

Q:

Figure2. Legend should be ameliorated.

A:

It was revised in the text.

Q:

Does the figure refer to the used models in the literature of prosthesis for animal models?

A:

Yes, the prosthesis in the figures are all used in animal models.

Q:

\- Tables: all the studies should be temporarly order

A:

The order of all the studies in table 1 and 2 has been adjusted.

We show much admiration and thank for the effort of Daniel Pérez-Prieto and three reviewers again. The comments were very useful, we hope our reply might address the confusions about the manuscript. We show best regards! Once again, thanks you very much!

Sincerely,

Yirong Zeng
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